
The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 
William A. Hinton State Laboratory Institute 
305 South Street, Jamaica Plain, MA 02130 


DEVALL. PATRICK 
GOVERNOR 

TIMOTHY P. MURRAY 
LIEUTENANT GOVERNOR 

JUDYANN BIGBY, MD 
SECRETARY 

JOHN AUERBACH 
COMMISSIONER 


05/11/12 


Jesse O’Neill 

Assistant District Attorney, Essex County 
ADA O’Neill, 

Enclosed is the information you requested. Included are copies of the following: 

1. Drug Analysis Laboratory Receipt. 

2. Control Card with analytical results for sample 


If you have any questions about these materials, please call me at the number below. 



Drug Analysis Lab 
Jamaica Plain, MA. 02130 
(617) 983-6632 


Corbett email PRR 020645 








Boston Drug 
Laboratory 
Tel (617) 983-6622 
Fax (617) 983-6625 


The Commonwealth of Massachusetts 


Executive Office of Health and Human Services 


Department of Public Health 
State Laboratory Institute 


Amherst Drug 
Laboratory 
Tel (413) 545-2601 
Fax (413) 545-2608 


Boston Hours 
8 : 00 - 11:00 
2:00-4:00 


DRUG RECEIPT 


Amherst Hours 
9:00-12:00 
1:00-4:00 


Police Reference No.:. 


City or Department: Aa/h ov£/<i PQ 

of Submitting Officer: t>_ 

me (last, first, initial) 


Name and Rank 
Defendant(s) Name 













t4 






Corbett email PRR 020648 



Data File C:\CHEM32\1\DATA\SIG1000001.D 
Sample Name: Blank 


Acq. Operator 
Acq, Instrument 
Injection Date 

Sequence File 
Method 

Last changed 


Seq. Line 

DrugLab GC #2 Location 

4/23/2012 2:45:33 PM Inj 

Inj Volume 

C:\CHEM32\1\SEQUENCE\DEFAULT.S 
C:\CHEM32\1\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 


1 

Vial 1 


1 

1 


FID1A, (SIG1000001.D) 


PA ;j 
450 | 

400- 

350 

300 * 

250 

200 

150 

100 

50 

0 

0 




min' 


Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1,0000 

Dilution: : 1,0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.939 1 BB S 5.56324e4 5,51852e4 1.000e2 

Totals : 5.56324e4 5,51852e4 


*** End of Report *** 


DrugLab GC #2 4/23/2012 2:55:34 PM 


re 
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Data File C:\CHEM32\l\DATA\SIG1000002.D 
Sample Name: *9THC STD 


Acq, Operator 
Acq. Instrument 
Injection Date 

Sequence File 

Method 

hast changed 


Seq. Line : 2 

DrugLab GC #2 Location : Vial 2 

4/23/2012 2:58:58 PM Inj : 1 

Inj Volume : 1 pi 

C:\CHEM32\l\SEQUENCE\DEFAULT.S 
C:\CHEM32\l\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 


FID1 A, (SIG1000002.D) 


pA 

450 

400 

350 

300 

250 j 

200 

150 

100 

50 f 

0 1 
0 


-U*, 


CO 

CO 

't 




mini 


Area Percent Report 


Sorted By 

: Retention Time 


Multiplier: 

: 

1.0000 


Dilution: 


1.0000 


Do not use Multiplier 

& Dilution 

Factor with 

ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type 

Area 

Height 

Area 

# train] 

[pA*s] 

[pA] 

- 1 

% 

1 0.938 1 BB S 

4.43684e4 

i 

5.58596e4 

99.34890 

2 4.488 1 BB 

290.77530 

338.48422 

0.65110 


Totals : 4,46592e4 5.61981e4 


*** End of Report *** 



DrugLab GC #2 4/23/2012 3:08:58 PM 
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Corbett email PRR 020650 



























Data File C:\CHEM32\1\DATA\SIG1000003.D 
Sample Name: Blank 


Acq. Operator 
Acq. Instrument 
Injection Date 

Sequence File 

Method 

Last changed 


Seq, Line 

DrugLab GC #2 Location 

4/23/2012 3:12:25 PM Inj 

Inj Volume 

C:\CHEM3 2\1\SEQUENCE\DEFAULT.S 
C:\CHEM32\l\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 


3 

Vial 3 
1 

1 ill 


FID1 A, (SIG1000003.D) 


pA 

450 

400 
350 
300 
250 
200 
150 
100 
50 -i 

o4 


.Li. 


mm 


Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.938 1 BB S 5.23094e4 5.69717e4 1.000e2 

Totals : 5,23 094e4 5.69717e4 


*** End of Report *** 



DrugLab GC #2 4/23/2012 3:22:25 PM Page 1 of 1 


Corbett email PRR 020651 
























Data File C:\CHEM32\1\DATA\SIG1000004.D 
Sample Name: 


Acq. Operator 


Seq. Line 

4 

Acq. Instrument 

DrugLab GC #2 

Location 

Vial 4 

Injection Date 

4/23/2012 3:25:55 PM 

Inj 

1 

Sequence File 
Method 

C:\CHEM32\1\SEQUENCE\DEFAULT.S 

C:\CHEM32\l\METHODS\ROUTINE.M 

Inj Volume 

1 jj.1 

Last changed 

7/28/2010 1:59:36 PM 




FID1A, (SIG1000004.D) 


pA 

450 

400 ; 
350 
300 
250 | 
200 
150 
100 - 
50 i 

o-l 


0 


L 


mtn 


Area Percent Report 




Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1.0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.938 1 BB S 4.94432e4 5.66685e4 99.17436 

2 4.490 1 BB 411.61966 441.68149 0.82564 

Totals : 4.98548e4 5.71102e4 


*** End of Report *** 


DrugLab GC #2 4/23/2012 3:35:55 PM 
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Data File C:\CHEM32\l\DATA\SIG1000005.D 
Sample Name: Blank 


Acq. Operator 
Acq, Instrument 
Injection Date 

Sequence File 

Method 

Last changed 


Seq. Line : 5 

DrugLab GC #2 Location : Vial 5 

4/23/2012 3:39:23 PM Inj : 1 

Inj Volume : 1 /il 

C:\CHEM3 2\l\SEQUENCE\DEFAULT.S 
C:\CHEM32\1\METHODS\ROUTINE.M 
7/28/2010 1:59:36 PM 



Area Percent Report 


Sorted By : Retention Time 

Multiplier: : 1.0000 

Dilution: : 1,0000 

Do not use Multiplier & Dilution Factor with ISTDs 

Signal 1: FID1 A, 

Peak RetTime Sig Type Area Height Area 

# [min] [pA*s] [pA] % 


1 0.939 1 BB S 6.29882e4 5.36746e4 1.000e2 

Totals : 6.29882e4 5.36746e4 


*** End of Report *** 


DrugLab GC #2 4/23/2012 3:49:23 PM 
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